
ARTICLE 1.1. BREATH TEST OPERATORS AND INSTRUMENTS

Rule 0.5. Definitions (Repealed)
(Repealed by State Department of Toxicology; filed Jan 9, 2014, 9:29 a.m.: 20140205-IR-260130344FRA)

Rule 1. Selection, Training, and Certification of Breath Test Operators (Repealed)
(Repealed by State Department of Toxicology; filed Jan 9, 2014, 9:29 a.m.: 20140205-IR-260130344FRA)

Rule 2. Inspection and Certification of Breath Test Instruments (Repealed)
(Repealed by State Department of Toxicology; filed Jan 9, 2014, 9:29 a.m.: 20140205-IR-260130344FRA)

Rule 3. Operation Standards (Repealed)
(Repealed by State Department of Toxicology; filed Jan 9, 2014, 9:29 a.m.: 20140205-IR-260130344FRA)

Rule 4. Approved Methods

260 IAC 1.1-4-1 Breathalyzer test method (Repealed)

Sec. 1. (Repealed by State Department of Toxicology; filed Dec 6, 1998, 1:50 p.m.: 22 IR 976)

260 IAC 1.1-4-2 Intoximeter 3000 test method (Repealed)

Sec. 2. (Repealed by State Department of Toxicology; filed Dec 6, 1998, 1:50 p.m.: 22 IR 976)

260 IAC 1.1-4-3 Intoxilyzer 4011A and 4011AS test method (Repealed)

Sec. 3. (Repealed by State Department of Toxicology; filed Dec 6, 1998, 1:50 p.m.: 22 IR 976)

260 IAC 1.1-4-4 Intoxilyzer 5000 breath analysis method (Repealed)

Sec. 4. (Repealed by State Department of Toxicology; filed Apr 24, 2000, 12:51 p.m.: 23 IR 2223)

260 IAC 1.1-4-5 B.A.C. Verifier test method (Repealed)

Sec. 5. (Repealed by State Department of Toxicology; filed Dec 6, 1998, 1:50 p.m.: 22 IR 976)

260 IAC 1.1-4-6 Intoxilyzer 5000 with keyboard test for alcoholic intoxication (Repealed)

Sec. 6. (Repealed by State Department of Toxicology; filed Dec 6, 1998, 1:50 p.m.: 22 IR 976)

260 IAC 1.1-4-7 B.A.C. Datamaster without keyboard test for alcoholic intoxication (Repealed)

Sec. 7. (Repealed by State Department of Toxicology; filed Dec 6, 1998, 1:50 p.m.: 22 IR 976)

260 IAC 1.1-4-8 B.A.C. Datamaster with keyboard breath analysis method (Repealed)

Sec. 8. (Repealed by State Department of Toxicology; filed Jan 9, 2014, 9:29 a.m.: 20140205-IR-260130344FRA)

Rule 5. Selection Criteria (Repealed)
(Repealed by State Department of Toxicology; filed Jan 9, 2014, 9:29 a.m.: 20140205-IR-260130344FRA)
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